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CERTIFICATE OF ANALYSIS
DATE ISSUED 18 MAR 2026

Testing Facility License #:  TF-A25-000006-01 CERTIFICATE NUMBER: 2602032004 REVISION # 1.0

REQUEST NO.: SAMPLE NAME: LAST 4 DIGITS TAG NO.:

MANIFEST NO.: LAB SAMPLE ID: STRAIN/BATCH NO.:

Cannabinoid Analysis TEST INITIATED ON 12-Mar-26 TEST COMPLETED ON 17-Mar-26

Tested by high-performance liquid KNOWN CANNABINOIDS: CANNABINOID RRT MEASUREMENT RESULT
Name Abbreviation (wrt THC) UNCERTAINTY (%) LOD/LOQ (%)

Δ9Tetrahydrocannabinol Δ9THC 1.00 NA NA 0.767

TEST METHOD: CLTM-MCB11 Tetrahydrocannabinolic acid THCa 1.16 NA NA 18.687

REVISION NO.: 1 Cannabidiol CBD 0.75 NA 0.0085/0.026 0.103

Cannabidiolic acid CBDa 0.71 NA 0.0085/0.026 0.042

TEST SAMPLE AMOUNT : 0.6 g Cannabidivarinic acid CBDVA 0.46 NA 0.0085/0.026 ND

Cannabidivarin CBDV 0.50 NA 0.0085/0.026 <QL

ORIGINAL TEST Tetrahydro-cannabivarin THCV 0.73 NA 0.0085/0.026 ND

RE-ANALYSIS Cannabigerol CBG 0.78 NA 0.0085/0.026 0.248

REMEDIATION Cannabigerolic Acid CBGA 0.81 NA 0.0085/0.026 1.004

Tetrahydrocannabivarin acid THCVa 0.90 NA 0.0085/0.026 0.094
NOTEBOOK REF. NO. 20178 p 4 Cannabinol CBN 0.93 NA 0.0085/0.026 <QL

Δ8Tetrahydocannabinol Δ8THC 1.02 NA 0.0085/0.026 <QL

Cannabichromene CBC 1.10 NA 0.0085/0.026 <QL

Cannabichromenic acid CBCa 1.22 NA 0.0085/0.026 0.169

TOTAL THC/THCA 19.45% TOTAL OTHER KNOWN CANNABINOIDS : 1.515 %
Total THC = (Δ9 - THC + (0.877*THCa)) Sum of all known (identified) cannabinoids not including THC/THCA, CBD/CBDA

TOTAL CBD/CBDA 0.15% TOTAL UNKNOWN SUBSTANCES: 1.254 %
Total CBD =(CBD+(0.877*CBDa)) Sum of unidentified, tentatively Idenfied, unknown cannabinoids or related substances

CANNABINOID PURITY NT %
TARGET LIMIT:  Report Results The ratio by weight of delta-9-THC to all other artificially derived cannabinoids 

must be no less than 20 to 1 (at least 95% delta-9-THC)

                     
Water Activity Analysis

TEST INITIATED ON: 2-Mar-26 2-Mar-26

Water activity analysis conducted TEST LOD/LOQ ACTION LIMIT MEASUREMENT RESULT PASS/FAIL
via water activity meter (aw) (aw) UNCERTAINTY (aw) (aw)

Water  Activity 0.25/0.50 0.65 ±0.004 0.378 PASS
TEST METHOD NO.:
REVISION NO.: 3.0 TEST SAMPLE AMOUNT 0.9479 g

NOTEBOOK REF. NO. 20174, pg. 65  ORIGINAL TEST ☐ RE-TEST

Foreign Particulate Matter Analysis

TEST INITIATED ON: 4-Mar-26 4-Mar-26
Foreign particulate matter analysis conducted

via visual inspection. TEST LOD/LOQ  ACTION LIMITS MEASUREMENT RESULT PASS/FAIL

  (g) (% w/w) (% w/w) (% w/w)  

TEST METHOD NO.: Foreign  Matter (Organic) 0.002/0.03 5 ±0.6 0 PASS
Rev., Effective Date: 2.0 Foreign  Matter (Inorganic) 0.002/0.03 1 ±0.0004 0 PASS

NOTEBOOK REF. NO. 20180, pg. 65
TEST SAMPLE AMOUNT 15.63 g

ORIGINAL TEST  RE-ANALYSIS ☐ REMEDIATION

Additional Notes:
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TEST COMPLETED ON:

chromatography with uv detection (HPLC-UV).

CLTM-MCB10

RE-ANALYSIS

TEST COMPLETED ON:

CLTM-MCB08
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CERTIFICATE OF ANALYSIS
DATE ISSUED 18 MAR 2026

Testing Facility License #:  TF-A25-000006-01 CERTIFICATE NUMBER: 2602032004 REVISION # 1.0

REQUEST NO.: SAMPLE NAME: LAST 4 DIGITS TAG NO.:

MANIFEST NO.: LAB SAMPLE ID: STRAIN/BATCH NO.:

Pesticide Analysis 3/4/2026

Pesticide and plant growth regulator analysis COMPOUND LOD/LOQ ACTION LIMIT MEASUREMENT RESULT PASS/FAIL
utilizing high-performance liquid (ppm) (ppm) UNCERTAINTY (ppm) (ppm)
chromatography-mass spectrometry (LC-MS/MS) Abamectin 0.05/0.1 0.5 0.005 ND PASS

Acephate 0.02/0.05 0.4 0.0025 ND PASS
TEST METHOD: Acequinocyl 0.02/0.01 2.0 0.0005 ND PASS
REVISION NO. 2.0 Acetamiprid 0.01/0.01 0.2 0.0005 ND PASS

Azadirachtin* 0.1/0.25 1.0 0.0125 ND PASS
TEST SAMPLE AMOUNT : 0.5 g Azoxystrobin 0.01/0.02 0.2 0.001 ND PASS

Bifenazate 0.02/0.05 0.2 0.0025 ND PASS
NOTEBOOK REF. NO. NB20182p. 66 Bifenthrin 0.01/0.05 0.2 0.0025 ND PASS

Boscalid 0.02/0.05 0.4 0.0025 ND PASS

Carbaryl 0.01/0.02 0.2 0.001 ND PASS
ORIGINAL TEST Chlorantraniliprole 0.01/0.02 0.2 0.001 ND PASS
RE-ANALYSIS Chlorfenapyr 0.1/0.25 1.0 0.0125 ND PASS
REMEDIATION TEST Chlormequat Chloride 0.1/0.1 0.2 0.005 ND PASS

Clorpyrifos (Dursban) 0.02/0.05 0.2 0.0025 ND PASS
Clofentezine 0.02/0.05 0.2 0.0025 ND PASS

Cyfluthrin 0.1/0.25 1.0 0.0125 ND PASS
Additional Notes: Cypermethrin 0.05/0.1 1.0 0.005 ND PASS
All analytes tested per variance Daminozide* 0.05/0.1 1.0 0.005 ND PASS
a,b includes isomers Diazinon 0.01/0.02 0.1 0.001 ND PASS
* Tested per variance, estimated concentrations Dichlorvos (DDVP) 0.02/0.05 0.2 0.0025 ND PASS
ND - Not detected Dimethoate 0.05/0.1 0.2 0.005 ND PASS

Etofenprox 0.02/0.05 0.4 0.0025 ND PASS
Etoxazole 0.02/0.05 0.2 0.0025 ND PASS

Fenoxycarb 0.01/0.02 0.2 0.001 ND PASS
Fenproximate 0.02/0.05 0.4 0.0025 ND PASS

Fipronil 0.05/0.1 0.4 0.005 ND PASS
Flonicamid 0.05/0.1 1.0 0.005 ND PASS
Fludioxonil 0.1/0.1 0.4 0.005 ND PASS

Hexythiazox 0.02/0.05 1.0 0.0025 ND PASS
Imazalil 0.05/0.1 0.2 0.005 ND PASS

Imidacloprid 0.05/0.1 0.4 0.005 ND PASS
Kresoxim-methyl 0.01/0.02 0.4 0.001 ND PASS

Malathion 0.01/0.02 0.2 0.001 ND PASS
Metalaxyl 0.02/0.05 0.2 0.0025 ND PASS

Methiocarb 0.01/0.02 0.2 0.001 ND PASS
Methomyl 0.01/0.02 0.4 0.001 ND PASS

Myclobutanil 0.02/0.1 0.2 0.005 ND PASS
Naled 0.05/0.1 0.5 0.005 ND PASS

Oxamyl 0.01/0.02 1.0 0.001 ND PASS
Paclobutrazol 0.01/0.02 0.4 0.001 <LOD PASS

Permethrinsa 0.05/0.1 0.3 0.005 ND PASS
Phosmet 0.01/0.02 0.2 0.001 ND PASS

Piperonyl Butoxide 0.02/0.05 2.0 0.0025 0.09 PASS
Prallethrin 0.02/0.05 0.2 0.0025 ND PASS

Propiconazole 0.05/0.1 0.4 0.005 <LOD PASS
Propoxur 0.02/0.05 0.2 0.0025 ND PASS

Pyrethrinsb 0.02/0.05 1.0 0.0025 <LOD PASS
Pyridaben 0.02/0.05 0.2 0.0025 ND PASS
Spinosad* 0.05/0.1 0.2 0.005 ND PASS

Spiromesifen 0.02/0.05 0.2 0.0025 ND PASS
Spirotetramat 0.02/0.05 0.2 0.0025 ND PASS
Tebuconazole 0.02/0.05 0.4 0.0025 ND PASS

Thiamethoxam 0.02/0.05 0.2 0.0025 ND PASS
Trifloxystrobin 0.02/0.05 0.2 0.0025 ND PASS
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CERTIFICATE OF ANALYSIS
DATE ISSUED 18 MAR 2026

Testing Facility License #:  TF-A25-000006-01 CERTIFICATE NUMBER: 2602032004 REVISION # 1.0
REQUEST NO.: SAMPLE NAME: LAST 4 DIGITS TAG NO.:

MANIFEST NO.: LAB SAMPLE ID: STRAIN/BATCH NO.:

MICROBIOLOGY ANALYSIS TEST INITIATED ON 3-Mar-26 COMPLETED ON 6-Mar-26

Plate count analysis conducted by dilution and SAMPLE AMOUNT ACTION LIMIT RESULT PASS/FAIL
colony forming unit (CFU) enumeration     (g)      
for microbial contaminant isolation. 10 Not detected in 10g Not detected PASS

10 Not detected in 10g Not detected PASS

TEST METHOD CLTM-MCB20 1 <10³ CFU/g Not detected PASS
Revision No. 2.0 ORIGINAL TEST RE-ANALYSIS RE-TEST

MICROBIAL TARGET SAMPLE AMOUNT ACTION LIMIT RESULT PASS/FAIL
TEST METHOD CLTM-MCB39 (g)

Revision No. 10 Not detected in 10g Not detected PASS

TEST METHOD NT NA NA NA NT
Revision No. ORIGINAL TEST RE-ANALYSIS RE-TEST

SAMPLE AMOUNT ACTION LIMIT RESULT PASS/FAIL
TEST METHOD CLTM-MCB37     (g)      

Revision No. 1 <105 CFU/g < 103 CFU/g PASS

TEST METHOD CLTM-MCB37 1 <105 CFU/g < 103 CFU/g PASS
Revision No. ORIGINAL TEST RE-ANALYSIS RE-TEST

Comments:
NOTEBOOK REF. NO. NB 20170 pg

NOTEBOOK REF. NO. NB 20187 pg 14

HEAVY METALS ANALYSIS TEST INITIATED ON 6-Mar-26 TEST COMPLETED ON 9-Mar-26

Heavy metals analysis by inductively coupled COMPOUND LOD/LOQ ACTION LIMIT MEASUREMENT RESULT PASS/FAIL
plasma-mass spectrometry (ICP-MS) (ppm) (ppm) UNCERTAINTY (ppm) (ppm)

Arsenic 0.08/0.1 0.2 0.02 ND PASS
Cadmium 0.08/0.1 0.2 0.01 ND PASS

TEST METHOD: CLTM-MCB07 Lead 0.08/0.1 0.5 0.02 ND PASS
REVISION NO. 4.0 Mercury 0.05/0.1 0.1 0.01 ND PASS

NOTEBOOK REF. NO. 20185 p. 38 SAMPLE AMOUNT USED: 0.4832 g

Comments:
ORIGINAL TEST
RE-ANALYSIS
REMEDIATION TEST
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    RESULTS:

Cannabis Distillates/Concentrates Quality Assurance Testing

Listeria monocytogenes

MICROBIAL TARGET

Total Aerobic Microbial Count (TAMC)

2.0 Aspergillus spp.

NT

2.0

Total Yeast & Mold Count (TYMC)

Super Boof

2602032-0040000079602

MCBR-2602-032

SBF-023

0173

    RESULTS:

MICROBIAL TARGET

Salmonella 
Shiga toxin-producing Escherichia coli (O157:H7)

Enterobacteriaceae 
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CERTIFICATE OF ANALYSIS
DATE ISSUED 18 MAR 2026

Testing Facility License #:  TF-A25-000006-01 CERTIFICATE NUMBER: 2602032004 REVISION # 1.0

REQUEST NO.: SAMPLE NAME: LAST 4 DIGITS TAG NO.:

MANIFEST NO.: LAB SAMPLE ID: STRAIN/BATCH NO.:

MYCOTOXIN ANALYSIS TEST INITIATED ON 2/27/2026 COMPLETED ON 3/3/2026

Mycotoxin analysis utilizing high-performance COMPOUND LOD/LOQ ACTION LIMIT MEASUREMENT RESULT PASS/FAIL
liquid chromatography-mass spectrometry (ppb) (ppb) UNCERTAINTY (ppb) (ppb)
(HPLC-MS) Aflatoxin B1 4 ≤ 5 0.2 ND PASS

Aflatoxin B2 10 ≤ 20 0.5 ND PASS
TEST METHOD: Aflatoxin G1 10 ≤ 20 0.5 ND PASS
REVISION NO. 2.0 Aflatoxin G2 10 ≤ 20 0.5 ND PASS

Ochratoxin A 10 ≤ 20 0.5 ND PASS
TEST SAMPLE AMOUNT : 0.5 g Total Aflatoxins 10 ≤ 20 0.5 ND PASS

NOTEBOOK REF. NO. NB20182p. 66 Additonal Notes
All analytes tested per variance

ORIGINAL TEST
RE-ANALYSIS
REMEDIATION
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